
Quality Control Report

LAFAYFUE LABORATORY

500 AMBASSADOR CAFFERY PARKWAY

SCOTT, LA 70583

(337) 237-4775

SUNOCO, INC
ACTON, MA

Lab Sample ID

08071 139-O1A

08071 139-02A

08071 139-03A

08071 139-04A

08071 139-05A

08071 139-06A

08071 139-07A

08071 139-08A

08071 139-09A

WorkOrder: 08071139

Lab Batch ID: RI 851 51

Client Sample ID

EEG-1

EEG-2

EEG-5

GES-1

GES-2D

GES-4

GES-5

MW-I

MW-5

Laboratory Control Sample/Laboratory Control Sample Duplicate (LCSILCSD)

RuniD: HPCC_080731A-2739410 Units: ug/L

Analysis Date: 07/31/2008 18:09 Analyst: JAP

Analyte LCS LCS LCS LCSD LCSD LCSD RPD RPD Lower Upper
Spike Result Percent Spike Result Percent Limit Limit Limit
Added Recovery Added Recovery

C5-C8 Aliphatics (Unadjusted) 300 - 274 91.5 300 287 95.6 4.4 20 70 130

C9-C12 Aliphatics (Unadjusted) 220 242 110 220 245 112 1.6 20 70 130

Sun: 2,5-Dibromotoluene 200 201 100 200 210 105 4.6 30 70 130

Matrix Spike (US) I Matrix Spike Duplicate (MSD)

Sample Spiked: 08071 139-01

RunID: HPCC_080731A-2739417 Units: ugIL

Analysis Date: 07131/2008 19:40 Analyst: JAP

Analyte Sample MS MS MS % MSD MSD MSD % RPD RPD Low High
Result Spike Result Recovery Spike Result Recovery Limit Limit Limit

Added Added

C5-C8 Aliphatics (Unadjusted) ND < 300 242 80.7 300 235 78.4 286 50 70 130

C9-C12 Aliphatics (Unadjusted) ND < 220 212 96.5 220 209 95.0 1.51 50 70 130

Surr: 2,5-Dibromotoluene ND 200 214 107 200 216 108 1.04 30 70 130

N/C - Not Calculated - Sample concentration is greater than 4 times the amount of spike added. Control limits do not apply.

TNTC - Too numerous to count 08071139 Page 18

OC results presented on the QC Summary Report have been rounded. RPD and percent recovery values 814/20084 5929 PM

calculated by the SPL LIMS system are derived from QC data prior to the application of rounding rules.

Analysis:

Method:

Volatile Petroleum Hydrocarbons (water)

MA_VPH_EPH_ALL

RunI D: HPCC_080731A-2739409

Analysis Date: 07/3112008 17:38

Method Blank

Units: ug/L

Analyst: JAP

Samples in Analytical Batch:

Analyte Result Rep Limit

C5-C8 Aliphatics (Unadjusted) ND < 200
C9-C12 Aliphatics (Unadjusted) ND < 100

Surr: 2,5-Dibromotoluene 94.5 70-1 30

QualIfiers: ND/U - Not Detected at the Reporting Limit

BN - Analyte detected in the associated Method Blank

J - Estimated value between MDL and PQL

E - Estimated Value exceeds calibration curve

Ml - Matrix Interference

D - Recovery Unreportable due to Dilution
*

- Recovery Outside Advisable QC Limits



Quality Control Report

LAFAYETrE LABORATORY

500 AMBASSADOR CAFFERY PARKWAY

SCOTT, LA 70583

(337) 237-4775

SUNOCO, INC
ACTON, MA

Lab Sample ID

08071 139-O1A

08071 139-02A

08071 139-03A

08071 139-04A

08071 139-05A

08071 139-06A

08071 139-07A

08071 139-08A

08071 139-09A

Client Sample ID

EEG-1

EEG-2

EEG-5

GES-1

GES-2D

GES-4

GES-5

MW-I

MW-5

Laboratory Control SampleiLaboratorv Control Sample Duplicate (LCSILCSD)

RunID: HPCC_080731A-2739411 Units: ug/L

Analysis Date: 07/31/2008 18:09 Analyst: JAP

Analyte LCS LCS LCS LCSD LCSD LCSD RPD RPD Lower Upper
Spike Result Percent Spike Result Percent Limit Limit Limit
Added Recovery Added Recovery

Benzene 25.0 23.3 93.1 25.0 23.8 95.3 2.3 19 70 130

C9-C10 Aromatics 40.0 42.0 105 40.0 42.7 107 1.6 20 70 130

Ethylbenzene 25.0 21.5 85.9 25.0 21.7 86.7 1.0 17.6 70 130

mp-Xylene 100 86.6 86.6 100 86.9 86.9 0.3 17.4 70 130

Methyl tert-butyl ether 75.0 55.1 73.5 75.0 57.9 77.2 5.0 25.8 70 130

Naphthalene 50.0 49.9 99.9 50.0 50.0 99.9 0.1 27.4 70 130

o-Xylene 50.0 43.2 86.5 50.0 43.4 86.8 0.3 17.9 70 130

Toluene 75.0 59.3 79.1 75.0 59.9 79.8 0.9 1T5 70 130

Surr: 2,5-Dibromotoluene 200 198 98.8 200 204 102 3.2 30 70 130

Ml - Matrix Interference

D - Recovery Unreportable due to Dilution
*

- Recovery Outside Advisable QC Limits

Qualifiers: ND/U - Not Detected at the Reporting Limit

BN - Analyte detected in the associated Method Blank

J - Estimated value between MDL and PQL

E - Estimated Value exceeds calibration curve

N/C - Not Calculated - Sample concentration is greater than 4 times the amount of spike added. Control limits do not apply.

TNTC - Too numerous to count 08071139 Page 20

QC results presented on the QC Summary Report have been rounded. RPD and percent recovery values

calculated by the SPL LIMS system are derived from QC data prior to the application of rounding rules.

RunID: HPCC_o80731A-2739408

Analysis Date: 07/31/2008 17:38

Method Blank

Analysis: Volatile Petroleum Hydrocarbons (water) WorkOrder: 08071 139

Method: MA_VPH_EPH_ALL Lab Batch ID: RI 851 51

Units: ug/L

Analyst: JAP

Samples in Analytical Batch:

Analyte Result Rep Limit

Benzene ND< 1.0
C5-C8 Aliphatics (Adjusted) ND < 200
C9-C10 Aromatics ND < 30
C9-C12 Aliphatics (Adjusted) ND < 100
Ethylbenzene ND < 1.0
mp-Xene ND < 2.0
Methyl tert-butyl ether ND < 8.0
Naphthalene ND < 10
o-Xylene ND < 1.0
Toluene ND 1.0

Surr: 2,5-Dibromotoluene 94.0 70-130

Matrix Spike IMS I Matrix Spike Duplicate (MSD)

8/4/2008 4:59:29 PM



500 AMBASSADOR CAFFERY PARKWAY

LAFAYETTE LABORATORY

SCOTT, LA 70583

Quality Control Report (337) 237-4775

SUNOCO, INC
ACTON, MA

Analysis: Volatile Petroleum Hydrocarbons (water) WorkOrder: 08071139

Method: MA_VPH_EPH_ALL Lab Batch ID: R185151

Sample Spiked: 08071139-01

RuniD: HPCC_080731A-2739416 Units: ug/L

Analysis Date: 07/31/2008 19:40 Analyst: JAP

Analyte Sample MS MS MS % MSD MSD MSD % RPD RPD Low Hh
Result Spike Result Recovery Spike Result Recovery Limit Limit Limit

Added Added

Benzene ND < 25 22.8 91.4 25 22.6 90.2 1.25 26.9 70 130

C9-C10 Aromatics ND < 40 36.4 91.1 40 36.4 91.1 0.0532 50 70 130

Ethylbenzene ND < 25 19.1 76.5 25 18.9 75.4 1.37 32.8 70 130

m,p-Xylene ND < 100 76.4 76.4 100 75.0 75.0 1.74 301 70 130

Methyl tert-butyl ether ND < 75 54.9 73.1 75 54.0 72.0 1.60 22.4 70 130

Naphthalene ND < 50 46.4 92.7 50 46.9 93.7 1.03 37.1 70 130

o-Xylene ND 50 38.4 76.8 50 38.1 76.2 0.684 32.8 70 130

Toluene ND < 75 54.1 72.1 75 53.3 71.0 1.58 23.6 70 130

Surr: 2,5-Dibromotoluene ND < 200 210 105 200 208 104 1.16 30 70 130

Qualifiers: ND/U - Not Detected at the Reporting Limit Ml - Matrix Interference

BN - Analyte detected in the associated Method Blank D - Recovery Unreportable due to Dilution

J - Estimated value between MDL and PQL *
- Recovery Outside Advisable QC Limits

E - Estimated Value exceeds calibration curve

N/C - Not Calculated - Sample concentration is greater than 4 times the amount of spike added. Control limits do not apply.

TNTC - Too numerous to count 08071139 Page 21

QC results presented on the QC Summary Report have been rounded. RPD and percent recovery values 8/4/2008 4:59:29 PM

calculated by the SPL LIMS system are derived from QC data prior to the application of rounding rules.


